Introduction
Obesity is one of the leading global health problems in the world today. It is considered a major risk factor for many serious diseases. To treat this risk factor, doctors have developed invasive and noninvasive therapeutic methods. One of these methods is the intragastric balloons, which are known by some studies to be efficient, safe, and easy [1] .
These balloons are placed endoscopically in the stomach then inflated with either air or saline and methylene blue. After the procedure, patient is discharged within a few hours and is followed up in outpatient clinic for the next 6 months. After 6 months, the balloon is removed using the same method.
We report a case of subacute bowel obstruction caused by a deflated BioEnterics intragastric balloon, two years after its original insertion.
Presentation of case
A 28-year-old Kuwaiti female, with a history of two cesarean sections, was brought to emergency department with one day history of severe epigastric colicky pain of a few minutes duration accompanied by anorexia, nausea, and repeated episodes of vomiting. She also added that she has passed flatus, but not motion during the last day. The patient had history of a saline-filled BioEnteric intra-gastric balloon insertion two years ago. However, since the insertion she voluntarily admitted that she has not been to any of her outpatient appointments and does not want the balloon to be removed due to the weight loss results she had. Her initial body mass index (BMI) was 36.2. On admission, it showed that she had lost 18 kg of her weight, reaching a BMI of 29.2.
The patient was mildly dehydrated and in pain. On abdominal examination, the abdomen was distended and she had severe tenderness on soft palpation of the epigastric region, without any guarding or rebound tenderness. In addition, her bowel sounds were audible. Abdominal ultrasound showed a partially filled balloon in the ileocecal region Urgent esophagogastroduodenoscopy was done which showed no balloon in the stomach, which confirms balloon migration.
The patient was kept on nil per oral and on intravenous fluids. After a negative pregnancy test, computed tomography of the abdomen was performed and showed a metallic head seen within the small bowel loop in the right side of the abdomen (Fig. 1) . However, the definite site could not be clearly assessed as the bowel loops were collapsed and crowded with the ileocecal junction not clearly identified. The patient was diagnosed as migrated BioEnterics intragastric balloon causing a subacute bowel obstruction.
Laparoscopic approach was used and the bowel loop containing the migrated balloon was identified and brought out through the umbilical wound. Longitudinal enterotomy was performed, and the balloon was completely deflated and extracted from the bowel (Fig. 2) . On the first postoperative day, the patient was started on an oral diet. Postoperative recovery was uneventful. She was discharged on the 3rd post-operative day. Two weeks later, the patient was reassessed in the outpatient clinic where she was completely asymptomatic with normal daily function.
Discussion
Obesity is a worldwide epidemic. In 2010, the World Health Organization reported that 43 million children were estimated to be overweight and obese [2] . Different management meth-ods are available to these patients, ranging from lifestyle and dietary modifications, bariatric procedures, and intra-gastric balloons. Intra-gastric balloons have been in practice since the 1980s when it was first introduced [3] . They are a temporary nonoperative method in losing weight by filling the stomach and increasing the sense of satiety and reduce oral intake. Due the easy insertion, modification and retrieval, it was a worthy option for doctors and patients.
Throughout the years, a number of complications have been reported with the use of fluid-filled BIB including esophagitis, gastric erosions or ulcerations, gastric perforation, gastric obstruction, balloon rupture, intestinal obstruction [1, 4] . BioEnterics intragastric balloons are still widely used to treat morbid obesity in Kuwait, even after their questionable long-term efficacy and significant rate of complications [5, 6] .
The general recommendation for most intra-gastric balloons, is that it should be removed in 6 months, to reduce complications. In our case, lack of follow-up and removal lead to the deflation migration of the BIB. This migration lead to the bowel obstruction.
Conclusion
In conclusion, we report the safe removal of a migrated BioEnterics intragastric balloon.We advise, regular follow up and adherence to manufacturer and physician recommendations, which are important tools in preventing serious complications of intra gastric balloon insertion.
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